VA ILLIANA HEALTH CARE SYSTEM DANVILLE
PATHOLOGY & LABORATORY MEDICINE SERVICE
CHEMISTRY DIVISION
[bookmark: _GoBack]TOSOH  G-8 HISTOGRAM/QC EXAM
Answer the following questions.  Passing score is 80 %.  This is part of your chemistry yearly competency accessment  
1. 800 mL Elution Buffer bags are stable on the instrument for :
a. 1 week
b. 1 month
c. 2 weeks
d. 3 months

2. The system filter should be changed:
a. Every week
b. Every month
c. Every 400 samples
d. Every 2500 samples

3. True or False	If a primary tube has less than 1 mL, whole blood can be poured into a sample cup and run in the alternate sampling mode.

4. Possible causes of high pressure are :
a. Dirty filter
b. New filter not installed properly
c. Crimped peek tubing
d. All the above

5. What criterion is acceptable for Total Area?
a. 500-4000
b. 1000-5000
c. 2000-6000
d. 600-9000

6. SA1c  retention time must be between
a. 0.56 – 0.60
b. 0.59-0.63
c. 0.57-0.61
d. 0.56-0.62





7. Indicate reportable or not reportable following patient chromatographs (Circle the Correct Answer)
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8. Indicate reportable or not reportable following patient chromatograph (Circle the Correct Answer)
[image: ]





Reportable 



Not Reportable










9. Indicate reportable or not reportable following patient chromatograph (Circle the Correct Answer)
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10 Indicate reportable or not reportable following patient chromatographs (Circle the Correct Answer)
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% BLYCOHEMOGLOBIN REPORT *

2006/12/27 15:41
TOSOH CORPORATION ~ VO1.05
NO: 0003 SL 0001 ~ 03
1D: 0001 - 03
CALIB Y = 1,1871X + 0.0625

NAME % TIME  AREA
FP 0.0 0.00  0.00
A1A 0.8 0.22  4.99
A1B 1.7 0.0 11.04
F 0.9 0.33 5.77
LAIC+ 1.8 0.47 12.38
SAIC 5.8 0.57 31.43
AD 88.3 0.88 577.00

H-V1 28,4 1,17 272.47
TOTAL AREA 925.72
HbA1C 5. 8%

HpA1 8.3 % HbF 0.9 %
0% 15%

% GLYCOHEMOGLOBIN REPORT *

2006/12/27 16:38
TOSOH CORPORATION ~ VO1.05
NO: 0001 SL 0001 - Q1
D: 0001 - 01
CALIB Y = 1.1971X + 0.0625

NAME % TIME  AREA
FP 0.0 0.17  3.89
AlA 1.4 0,23  8.13
A1B 0.4 0.30 2.04
F 0.7 0.8  4.32
LAIC+ 1.0 0.47  5.87
SAIC 4.8 0.57 22.85
A0 90.2  0.88 §25.11

H-v2 32.8 1.30 285.16

TOTAL AREA 887.81

HibA1C 4.8%
HbA1 6.5 % HoF 0.7 %
0% 15%

o

POO 1.6 1.04 10,64
HB-VAR DETECT
CHECK PEAKS

0.0 SN

POO 2.4 1.09 14.13

HB-VAR DETECT
CHECK PEAKS
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