Attachment B
BinaxNowTM COVID-19 Ag Card External Quality Control Log

Location:_____________________ 		Month/Year:________________________	Fax monthly to Erin Skelly at 2082 or
												Email: erin.skelly@va.gov

  RUN QC WITH EACH NEW BOX OPENED

  If the expected external control results are not obtained, do not report patient results. Contact Erin Skelly at 2181.

	DATE
	BINAXNOW™ COVID-19 Ag CARD KIT LOT/EXP
	POSITIVE CTRL LOT/EXP
	NEGATIVE CTRL LOT/EXP
	POSITIVE Control RESULT
	NEGATIVE Control RESULT
	CONTROL LINE PRESENT: Y/N
	TESTER’S INITIALS
	CORRECTIVE ACTION / COMMENTS

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	

	
	
	
	
	
	
	
	
	





REVIEWED BY:_____________________________ DATE:_______________________
