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Run two levels of external controls daily before patient testing and with each new reagent lot and shipment.                                                  
Internal Control OK = Blue dotted control line visible                       Bristol stool type: Types 1,2,3 & 4 are to be rejected as ‘Solid stool, testing not indicated’
[bookmark: _GoBack]Interpretation = Pos is (+ Ag/+ Tx)                                                                                          Types 5,6, & 7 are optimal for C.difficile testing. 
                              Neg is (- Ag/- Tx)
                              Indeterminate    (+ Ag/- Tx) 
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