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Purpose

To define daily routine requirements before processing calibrations, quality control and patient samples.

Procedure
Pre-run Checklist

Preparation of Starting a Run:

· Check status of reagents, load if necessary.

· Check calibration status, calibrate if necessary.

· Check any backlit icons or messages on screen.  Investigate and resolve.

· Clear all sample racks from previous shift.

· Program control samples, run as often as defined by laboratory protocol.

· Program patient samples, when necessary.

· Prepare sample tubes.
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