Test Volume Update

The minimum volume for both Complete Blood Count orders (with differential and without) has been updated to 2.0 mL of blood in a lavender top tube. If less than 2.0 mL of blood is obtained the sample should be place into the Lavender-top Microtainer. It is not acceptable to transfer a short draw from the larger Lavender-top tube into the Microtainer tube, This will distort the anticoagulation ratio and affect the results for the patient.
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Complete Blood Count (CBC) w/Differential (CBCWD)

CBCWD, CBC/DIFF, CBC/D, Peripheral Smear

Test Codes

EPIC: LAB293

Department

Hematology

Specimen Collection Criteria

Collect (preferred specimen): One 4.0 mL Lavender-top K,EDTA tube. (Minimum: 2.0 mL)
Also acceptable: One Lavender-top K;EDTA Microtainer®. (Minimum: 300 mcL)
See Minimum Pediatric Specimen Requirements for Microtainer® collection.

NOTE: For known platelet clumper patients, see Platelet Count (Citrate Tube).
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Complete Blood Count (CBC) w/o Differential

CBC, CBCND

Test Codes

EPIC: LAB294

Department

Hematology

Specimen Collection Critel

Collect (preferred specimen): One 4.0 mL Lavender-top K,EDTA tube. (Minimum: 2.0 mL)
Also acceptable: One Lavender-top K;EDTA Microtainer®. (Minimum: 300 mcL)
See Minimum Pediatric Specimen Requirements for Microtainer® collection.

NOTE: For known platelet clumper patients, see Platelet Count (Citrate Tube).




