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OPERATION AND MAINTENANCE DAKO ARTISAN LINK STAINER
 

                                                                                          RA.HI.PR.EQ.001r00
CORRELATION OF SPECIALIZED STUDIES WITH MORPHOLOGIC DIAGNOSIS

Purpose

The purpose of this procedure is to provide a document that demonstrates the operation and maintenance of the DAKO Artisan Link.  Technicians and technologists using this stainer should have been trained and be familiar with the staining process.
The attached information was copied directly from the operation manual.  Additional information can be found in the operation manual located on the PC software.


Forms



RA.HI.FR070.rOO  Dako Artisan Autostainer Maintenance Form


Safety

Always wear personal protective equipment (gloves, gown, goggles) when handling chemicals and solutions.


Supplies and Reagents:
95% Reagent Alcohol

100% Reagent Alcohol

Artisan 50x Wash Solution

Artisan Staining Kits



Procedure

See attached information taken from operating manual.


Results

The stainer will be properly operated and maintained.


Authorized Reviewers
Medical Director, Anatomic Pathology

Chief, Surgical Pathology



Document Control 

Location of Master: Master electronic file stored on the Beaumont Laboratory server under

S:\Anatomic Pathology\Royal Oak\Histology\Document Control\Master Documents\Histology Procedures\Equipment
Master printed document stored in the CAP cabinet in Anatomic Pathology Classroom.

Number of Controlled Copies posted for educational purposes:  1
Number of circulating Controlled Copies:  0


Document History  

	Signature
	Date
	Revision #
	
	Related Documents

Reviewed/
Updated

	Prepared by:

	
	
	
	

	Approved by:

	
	
	
	

	
	
	
	
	

	Reviewed by: (Signature)
	Date
	Revision #
	Modification
	Related Documents

Reviewed/
Updated

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	

	
	
	
	
	


  Printed copies of this document are not considered up-to-date. Please verify current version date with online document.

                                                                                                                                                   Page 1 of 1
Printed copies of this document are not considered up-to-date. Please verify current version date with online document.

Anatomic Pathology: Histology

BEAUMONT LABORATORY, Royal Oak, MI 48073

RA.HI.PR.EQ.001r00                                                     
                                                    

[image: image1.jpg]