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Review the package insert  version  for each reagent received.     A.   Ensure that the version and revision date of the current package insert match the version  and revision date of the new package insert.     B.   Document the revision date of the package insert in the log.   C.   If the package insert is different,  log onto the manufacturer’s website (listed on the  supply) and download the new version of the insert.  Compare the current and  new  inserts , document the changes made,   and forward  both  to a supervisor for review.    

 Werfen/Immucor does not put  package inserts  (IFU — instructions  for use)  in all products.  They will  add an information sheet that tells  you which insert is in use.             This is  NOT   the insert number.                This is the insert number  in use    

 Ortho  insert and revision numbers are  on the package next to the icon that  looks like a book with an “i” on it.  

 Streck insert and revision numbers  are on the bottom corner of the insert.  

 


