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After opening, mark the shortened expiration date on the item
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7 days

	
XN Check BF

	
30 days

	
PFA test pouches

	
30 days

	
CellChex (Hemacytometer QC)

	
30 days

	
Sickle Screen QC 

	
Stable to printed expiration date


[image: ]Sysmex QC should sit at room temperature for 15 prior to analysis. Follow instructions below after vials equilibrated to room temperature.
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. Hold the vial vertically and roll each vial between the palms of the hands for 15-20 seconds.
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Continue to mix by holding the vial by the ends between the thumb and finger, rapidly
inverting the vial 20 times end-over-end using a very quick tuming motion of the wrist
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Analyze immediately after mixing. Subsequent analyses during this test period may be
performed by inverting the vial § times prior to instrument analysis.

Steps a-c must be repeated upon removing the sample from the refrigerator for the entire
open-vial time period regardess of the method of analysis (open tube, cap piercing, auto
sample or manual sample).
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