

Sutter Roseville Medical Center		Effective: 2/11/2019
Laboratory Services
[bookmark: MapTitleHere]
Rotating 5 Day Plasma Stock

	Purpose
	The purpose of this procedure is to provide instructions on rotating 5 Day plasma stock to reduce waste and prevent delays in providing plasma for Emergent support.



	
Policy







Procedure
	4 units (or an equivalent volume) of thawed AB plasma and 2 units 
(or an equivalent volume) of thawed A plasma will be “reserved for Emergent Use” at all times.
[bookmark: _GoBack]Monitoring Emergent Use plasma for release to General Use will be done by Day shift CLS/MLT.
Plasma will be moved from Emergent to General Use when 2 calendar days remain until expiration
_____________________________________________________________


	Step
	Action

	1.
	Is the thawed plasma type AB or A?

	
	
	If:
	Then:
	

	
	
	No
	Store for General Use on thawed shelf of Helmer double door refrigerator
	

	
	
	Yes
	
	

	
	

	2.
	Are there more than 2 days until expiration?

	
	
	If:
	Then:
	

	
	
	Yes
	If not already present, attach a  blank MTP/Emergent Use Non-RBC tag 
Store in “Emergent Use Only” section on thawed shelf of Helmer double door refrigerator.
	

	
	
	No
	Remove the “MTP/Emergent Use Non-RBC” tag.
Store in “General Use” section on thawed shelf of Helmer double door refrigerator
Thaw replacement AB or A plasma so that there is the equivalent of 4 single units (2 Jumbo, 1 Jumbo + 2 single or 4 single) and the equivalent of 2 single A plasma (1 Jumbo or 2 single) available for “Emergent Use” Follow labeling and store instructions in “Yes” grid above.
	

	
	

	 
	



	
Attachment
	
MTP/Emergent Use: Non-RBC Product tag
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