Weekly Updates
July 1, 2016
	Test
	Description of Changes
	Affected Individuals

	Cerner
	The website changed for Cerner.  Please save this new link to your favorites and/or new desktop shortcut:
https://hennmn.cernerworks.com/Citrix/ProdWeb/
	

	GFR
	The way that GFRs are calculated has changed.  Enter the creat result; the GFR will calculate after you verify the results.  NOTE:  the GFR/GFRB field will allow you to type in it, so take care to avoid entering any data in these fields.
	Bench Techs

	Phrazers
	These are now stored on the center island.  There are plugs available for both Phrazers and headphones.  Located inside the charging box is the speaker and the WiFi hotspot.  The Phrazer magnets are stuck to the center pole.
	All Staff

	Encounter Stickers
	These can be found in the SAGE Scopes tracking binder, rather than a separate file folder.
	All Staff

	FAST Facts
	This reference resource has been updated with the new tests.  Please reference – it is found in the chemistry flip chart.
	All Staff

	CRP
	We are NOT performing CRPs yet.  There was a problem with the test code in EPIC/Cerner and it needs to be recreated.  I will keep you posted as to when we will start analyzing these in-house.  In the meantime release these orders into NPH Reference Lab to be sent to HCMC.
	All Staff

	AAFP Proficiency Testing
	Proficiency testing for Event A has arrived.  Please perform testing if you have assignments.  The specimens can be found in the bottom drawer of Refrigerator #2.  Results are due for this event by July 15th.  
	All Staff

	Family Planning
	On occasion, the family planning staff will meet with patients and enter orders for lab testing.  This occurs when patients present and there are no provider appointments available.  In the future, these patients will be put on the NPH Family Planning Coordinators schedule to ensure that these patients are registered as NorthPoint patients.  You should be able to release the labs into this visit.  
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	All Staff

	Wet Prep Collection Tubes
	Please put 0.5 to 0.75ml of saline in these tubes.  
	All Staff

	Normal KovaTrol
	[bookmark: _GoBack]The bottle has changed and no longer has a dropper cap.  Please use a pipette with this QC.
	All Staff



Procedure Additions, Updates and Changes:
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