[bookmark: _GoBack]We have noticed some confusion about reporting PT/PTT results above the technical limits of our BCS instrument.  Please find the following excerpts from both the PT and PTT procedures and read and sign that you have read the excerpts.  Missed/erroneous criticals are medium level errors and must be eliminated.  

COAG.BCS.3.0 (PT)
Reporting Results:
D.	If a specimen returns a result of >120.0 with no errors or orange results for the PT, the result should be reported as >120.0 sec, NOT the actual number.  The technical limit on the BCS has only been verified to 120.0 seconds.  The INR reported will be a calculation of the 120.0 sec divided by the mean of the normal range then multiplied exponentially by the ISI of the lot number.  The INR will be 10.xx (currently for our lot of Innovin 10.40).


COAG.BCS.4.0 (PTT)
Reporting Results:
E.	If a specimen returns a result of >180.0 with no errors or orange results for the PTT, the result should be reported as >180.0 sec, NOT the actual number.  The technical limit on the BCS has only been verified to 180.0 seconds.

