QC Failure in SM Workspace,  will trigger ALL patients with the same test code as the failure to start holding in DI.
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Once the QC issue is resolved, to Stop Holding All Testing for Verification…
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After QC fails for a test, DI will start holding all
following results with the same test code in DI.
In this example UCRR and MICAL failed, so DI
will now hold ALL UCRR and MICAL tests. To
see which tests are scheduled to be HELD and

When QC is out of range it why, open the Tests Scheduled to be Held
\*{1“ hOld in SM WORKSPACE pane. The instrument it failed on is listed,
highlighted in BLUE with an test name, and description of failure.
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