CAP SALICYLATES
1. [bookmark: _GoBack] Allow CAP specimens to come to room temperature and gently invert the vial 4 to 5 times to ensure homogeneity.   Be the mad scientist.
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2.  Front load your sample when the Chemistry analyzer isn’t very busy.  Don’t let your specimen wait in line!
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3.  Specimens that aren’t sampled right away end up reporting falsely elevated.
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