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Product is at appropriate temperature:

RBCs:  2-10oC

Granulocytes:  20-24oC

RBCs are red without purple, 

black or brown coloration.

Ports are dry and intact.  Seams are 

sealed.  No evidence of leakage.

Label is clear.

One unique unit number 

present.

Irradiation sticker is blacked 

out.

No clots, aggregates or fibrin 

strands are visible

At least two integrally 

attached segments

Product is 

acceptable for 

issue and/or 

storage.

Product has ≥ 2 hours until 

expiration
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Segments are not 

hemolyzed

YES
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Affix Not For 

Transfusion 

Sticker.

Store in 

appropriate 

Quarantine area.

Notify Lead/Mgr 

for evaluation.
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Product is at appropriate temperature:
RBCs:  2-10oC
Granulocytes:  20-24oC


RBCs are red without purple, black or brown coloration.


Ports are dry and intact.  Seams are sealed.  No evidence of leakage.


Label is clear.
One unique unit number present.
Irradiation sticker is blacked out.


No clots, aggregates or fibrin strands are visible


At least two integrally attached segments


Affix Not For Transfusion Sticker.

Store in appropriate Quarantine area.

Notify Lead/Mgr for evaluation.


Product is acceptable for issue and/or storage.


Product has ≥ 2 hours until expiration
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Segments are not hemolyzed
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