Gastroccult Testing


Gastroccult is a screening test for gastric specimens only.

[bookmark: _GoBack]Procedure Manual:  A Procedure Manual is located at each testing site in a binder, and online under Sharepoint, Clinical Support Services, P & LMS, Ancillary Testing, Gastroccult Testing. 

Package Insert: A copy of the package insert is available in the Procedure manual .

Supplies:   Gastroccult supplies are available from Ancillary Testing. There is a separate developer for this test.  Do not use the Hemoccult developer.

Gastroccult Testing Highlights:
1. Apply one drop of gastric sample to the pH test area and one drop to the Gastroccult test area.
2. Determine the pH of sample by visual comparison to color chart within 30 seconds of applying sample.
3. Apply TWO DROPS of Gastroccult developer over the Gastroccult Test area.
4. The development of any trace BLUE color is regarded as positive. Interpret within 60 seconds.
5. Add ONE DROP of Gastroccult Developer to the performance monitor. Interpret within 10 seconds.
6. Use the CPRS template PPT-POC for Gastroccult to enter your results into the progress 
notes of the electronic medical record.
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*You CANNOT perform this test if you are colorblind  		2012 VAPHCS                                                       
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