Analyzer Result Interpretation Review 
Each test cassette has 3 important areas that the analyzer uses to perform integrity checks and interpret test results.
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Control Line ►C 

Analyzer checks for presence of the control line to confirm cassette integrity.

Test Line ►T	
			
Development of this line represents the intensity line of a patient sample or control based upon the amount of hCG present in the urine.

Reference Line ►R
Line intensity is anchored to reflect a level for positive result comparison.
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