CEPHEID GENEXPERT INFINITY-48 TROUBLESHOOTING

Q.  You have some MRSA’s to run on the Genexpert Infinity-48.  You receive an error that says, “Kiosk Barcode Scanner failure”.  Give two things that could be wrong.  How would you resolve the problem?
________________________________________________________________________________
________________________________________________________________________________
________________________________________________________________________________
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Q.  What would you do if a cartridge gets stuck inside the GeneXpert Module on the Infinity?
________________________________________________________________________________
________________________________________________________________________________
________________________________________________________________________________
_________________________________________________________________________________
Q.  What should you do if the instrument red light is flashing on the Genexpert Infinity?
 ________________________________________________________________________________
________________________________________________________________________________
________________________________________________________________________________
_________________________________________________________________________________
Q.  You are unable to start a test for MRSA on the Infinity.  What could be a reason why?
________________________________________________________________________________
________________________________________________________________________________
________________________________________________________________________________
_________________________________________________________________________________

