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QC ACCEPTANCE POLICY 
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Note:  Blood cells used in QC cannot be completely stabilized and still retain sensitivity.  Some parameters will slowly change independent of reagent or analyzer performance.  

	        Decrease
	        Increase

	WBC                            0-2%     
	MCV                      2-3% 

	Lymph%                      0-5%
	RDW SD               2-3%

	Mono%                        5-10% 
	IMI                         8-10%

	IMIDC                           0-2%
	IMIRF                    0-2%

	BA MFV                       0-5%
	


The supervisor or designate will review QC charts for shifts and trends.

SHIFT- occurs when a control result is on one side of the mean for six consecutive days.

TREND- occurs when a control result increases or decreases for 6 consecutive days.

All corrective action must be documented and initialed on the QC Action Log.
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All 3 Control Levels are within 3 CV% limit established in instrument QC Files.
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