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G Acceptable Limit < Delta Percent < Service Limit
Ifthe parameter meets all of the conditions and the Delta Percent s less than
the Acceptable Limit, itis excluded from calibration s there is no need for
calibration
Ifthe parameter does not meet all of the conditions and the Delta Percent is
greater than the Acceptable Limit, the calibration cannot be performed.
Selecting the check box enables you to manually enter a value in [New Rate
(%)]. A range of 80% to 120% may be entered.

15. Select [OK] to update the compensation rate. The calibration process is logged in

the calibrator calibration history.
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