
LAKELAND LABORATORY
TITLE: CLINITEK STATUS URINALYSIS QUALITY CONTROL LOGSHEET (LTR14618)

□ Niles BirthPlace □ St. Joseph BirthPlace
31 N. St. Joseph Ave., Niles MI 49120 1234 Napier Ave., St. Joseph, MI 49085

QUALITY CONTROL FREQUENCY:
Quality Control (QC) Level I and II of control material must be tested at least once every 24 hours if patient testing is performed. DO NOT perform patient testing if controls do not 
perform as expected.

MONTH/YEAR: _________________ LAB REVIEW: __________________

EXPECTED RESULTS QC LEVEL 1 QC LEVEL II REAGENT TEST STRIPS

GLUCOSE Negative > 100 (tr) mg/dL LOT NUMBER

KETONES Negative > 5 (tr) mg/dL DATE OPEN

BLOOD Negative > Trace EXPIRATION DATE

pH < 6.0 > 7.0 LIQUID QUALITY CONTROL

PROTEIN Negative > 30 (+) mg/dL LEVEL 1 LEVEL II

NITRITE Negative Positive LOT NUMBER

LEUKOCYTES Negative > Trace DATE OPEN

EXPIRATION DATE
(30 Days from Date Opened)
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LEVEL I

QC within range?

Labels on log?

LEVEL II

QC within range?

Labels on log?

Time of control test

Initials


