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EDURE—Direct fingerstick and capillary tube sample collection
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Gather the following:

‘CoaguChek XS Plus meter

CoagaChek XS PT Test srips and matching code chip.

‘CoaguChek Lancet or other lancet device.

Alcohol wipe or soap and water

Gauze orcotton ball

« Bandages

Prepare lancet device according (o manufacturer's instructions. St it side
until fingerstick is needed.
Ifusing the Capillary Tubes/Bulbs (REF 11621173001), prepare
capillary collection device by firmly inserting the capillary tube into the
capillary bulb, Setaside unil necded
‘Warm the hand. Have the patint hold it under his or her arm, use a hand
‘warmer, or wash with warm water.

. Have the patient lt thatarm hang down by bis or her side before lancing a
. Massage the finger from its base DO NOT MILK THE FINGER.

 side of finger with a lancet.
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